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Description 

This  invention  relates  to  the  techniques  for  the 
analysis  of  fluid-borne  particles  and  particularly  for 
looking  at  the  asymmetry  of  such  particles.  For 
example,  in  the  study  of  aerosols,  aerosol  disper- 
sions  and  airborne  particulate  pollution  control, 
there  is  a  requirement  for  the  rapid  determination 
of  particle  size  distribution  especially  in  the  diam- 
eter  range  1  to  10  microns,  together  with  some 
knowledge  of  the  geometry  and  symmetry  of  in- 
dividual  particles.  The  latter  information  could,  for 
example,  enable  particles  with  spherical  symmetry 
to  be  identified  and  thus  allow  the 
counting/monitoring  of  liquid  droplets  in  an  environ- 
ment  including  other  solid,  non-spherical  particles. 
In  the  context  of  the  present  specification,  the  term 
particles  is  intended  to  apply  both  to  solid  bodies 
and  to  drops  of  liquid. 

It  is  desirable  for  such  techniques  to  be  able  to 
count  individual  particles  in  a  sample  at  rates  of, 
typically,  20,000  particles  per  second,  to  be  able  to 
distinguish  between  spherical  and  non-spherical 
particles  in  the  sample  and  to  count  each  type. 
Another  desirable  feature  is  to  categorise  spherical 
particles  having  diameters  of  0.5-15  microns  into 
a  number  of  size  bands  and  also  in  this  connection 
to  classify  particle  coincidences  as  'non-spherical' 
and  hence  to  ignore  them  in  the  compilation  of  size 
spectra. 

The  normal  techniques  for  the  examination  of 
particles,  as  used  in  several  instruments  available 
commercially,  employ  the  detection  and  analysis  of 
electromagnetic  radiation  scattered  by  the  parti- 
cles.  All  such  instruments  use  a  mechanical 
mechanism  to  drive  the  sample  air  through  a 
"sensing  volume"  where  the  carried  particles  are 
illuminated  by  the  incident  electromagnetic  radi- 
ation.  The  radiation  scattered  by  the  particles  is 
received  by  one  or  more  detectors  which  convert 
the  energy  to  electrical  signals  from  which  informa- 
tion  may  be  extracted  by  appropriate  electrical 
circuits. 

One  class  of  instrument  available  commercially 
permits  the  collection  of  scattered  radiation  from 
large  numbers  of  particles  simultaneously,  and 
uses  this  information  to  determine  a  mean  figure 
for  particulate  mass  per  unit  volume  of  gas  or  air, 
or  the  statistically  averaged  size  distribution  of  par- 
ticulate  matter.  These  instruments  are  not  capable 
of  examining  individual  particles,  and  therefore  can- 
not  yield  accurate  particle  counts  or  information 
relating  to  particle  morphology. 

A  second  class  of  instrument  uses  the  prop- 
erties  of  laminar  flow  in  gases  to  restrict  the  par- 
ticles  to  a  smaller  sensing  volume  and  then,  by 
focusing  the  incident  electromagnetic  radiation  in 
some  way,  is  capable  of  the  examination  of  individ- 

ual  particles,  yielding  a  particle  count  and  possibly 
approximate  size  distribution. 

These  prior  art  instruments,  therefore,  will  give, 
to  a  certain  extent,  information  on  particle  size  and 

5  particle  count. 
A  third  class  of  instrument  includes  means  for 

providing  a  sample  of  airborne  particulates  in  the 
form  of  a  laminar  flow,  means  for  illuminating  the 
sample  with  a  laser  beam,  means  for  directing  the 

io  radiation  scattered  by  individual  particles  in  at  least 
one  predetermined  forward  direction  and  at  least 
threee  predetermined  rearward  directions,  towards 
respective  scattering  collectors;  means  associated 
with  each  collector  for  detecting  the  radiation  col- 

75  lected  thereby;  means  for  deriving  data  from  the 
detectors  to  describe  the  particle  and  means  for 
comparing  the  data  with  data  on  known  shapes  to 
determine  the  degree  of  particle  symmetry. 

In  a  known  form  exemplified  in  Patent  Speci- 
20  fication  GB2041516,  the  collectors  take  the  form  of 

a  prismatic  or  'fresnel'  lens  which  deflects  parallel 
light  falling  on  different  portions  of  its  surface  in 
different  directions,  where  it  is  detected  by  different 
detectors  arranged  around  it.  The  amount  of  light 

25  falling  on  each  detector  will  depend  on  the  way  in 
which  light  is  scattered  by  the  particles  and  distrib- 
uted  by  the  lens. 

According  to  the  present  invention  an  analyser 
of  the  kind  described  above  is  provided  in  which 

30  the  configuration  of  the  radiation  collectors  can  be 
varied  at  will  to  allow  collection  of  radiation  scat- 
tered  at  different  angles. 

The  scattered  radiation  is  reflected  by  a  con- 
cave  reflector,  preferably  an  ellipsoid  mirror  which 

35  directs  the  radiation  towards  radiation  collectors. 
Radiation  scattered  at  low  angles  is  collected  in  a 
second  chamber,  which  leads  from  an  aperture  in 
the  ellipsoid  mirror,  by  radiation  collectors,  prefer- 
ably  optical  fibres  arranged  concentrically  around 

40  the  unscattered  beam.  The  radiation  collected  is 
then  detected  by  conversion  into  electrical  signals, 
for  processing  and  analysis.  By  comparing  with 
data  on  known  particles  shapes  the  particles  are 
ascribed  an  asymmetry  factor. 

45  Furthermore,  in  addition  to  the  asymmetry  fac- 
tor  the  size  of  the  particle  may  also  be  determined. 
A  large  number  of  particles  may  be  ascribed  an 
asymmetry  factor,  and  the  cumulative  results  of 
this  operation  coupled  with  the  associated  size 

50  spectra,  could  be  used  to  generate  a  topographical 
'thumb  print'  of  the  particles  in  an  environment 
which  may  be  of  more  value  than  the  data  of  single 
particles  taken  alone. 

The  criterion  of  classification  for  spherical  par- 
55  tides  can  be  defined  readily  as  symmetrical  scat- 

tering  about  the  axis  of  the  illuminating  beam  of 
radiation,  providing  that  it  is  randomly  polarised  or 
circularly  polarised.  Therefore  in  looking  for  sphe- 

2 



3 EP  0  316  171  B1 4 

ricity  a  number  of  radiation  collectors  are  placed 
radially  symmetrically  about  the  reflection  axis  of 
the  concave  reflector. 

However,  if  looking  for  the  degree  of  asym- 
metry,  this  arrangement  of  the  collectors  could  not 
be  assumed  to  be  the  optimum  for  particle  asym- 
metry  analysis.  The  design  of  the  scatter  chamber 
must  therefore  allow  for  flexibility  of  collector  con- 
figurations,  by  allowing  the  positions  of  the  collec- 
tors  to  be  varied  at  will.  This  is  most  easily 
achieved  by  using  optical  fibre  collection  optics. 

The  advantage  of  using  optical  fibres  is  that 
one  can  readily  simulate  the  effect  of  placing  al- 
most  any  number  of  collectors  at  any  position 
around  most  of  the  scattering  sphere,  a  task  which 
would  otherwise  be  mechanically  extremely  dif- 
ficult.  Thus  with  a  high  degree  of  flexibility,  various 
detection  geometries  may  be  tested  without  the 
need  for  mechanical  changes  to  the  chamber  itself. 

According  to  a  second  aspect  of  the  present 
invention  a  method  of  determining  the  asymmetry 
of  particles  including  the  steps  of:- 
providing  a  sample  of  airborne  particulates  in  the 
form  of  a  laminar  flow;  illuminating  the  sample  with 
a  laser  beam,  reflecting  the  radiation  scattered  by 
individual  particles  to  at  least  one  forward  scatter- 
ing  collector  and  at  least  three  rearward  scattering 
collectors;  detecting  the  radiation  collected  by  each 
collector;  deriving  from  the  detected  radiation  data 
describing  the  particle;  and  comparing  the  data 
with  data  on  known  shapes  to  determine  the  de- 
gree  of  particle  symmetry,  is  characterised  in  that 
the  configuration  of  the  radiation  collectors  can  be 
varied  at  will  to  allow  collection  of  radiation  scat- 
tered  at  different  angles. 
The  sample  may  be  an  aerosol. 

Two  embodiments  of  the  invention  will  now  be 
described  by  way  of  example  only  and  with  refer- 
ence  to  the  accompany  drawings  of  which: 

Figure  1  is  a  schematic  side  view  in  section  of  a 
particle  asymmetry  analyser,  arranged  for  an- 
alysing  spherical  particles. 
Figure  2  is  a  sectional  view  of  the  analyser  in 
Figure  1  along  the  line  x-x. 
Figure  3  is  a  schematic  side  view  in  section  of 
another  asymmetry  analysis  system. 

Figure  1  illustrates  a  form  of  the  invention  in 
which  a  parabolic  concave  reflector  (1)  is  located  at 
one  end  of  a  scatter  chamber  (2).  Mounted  at  the 
other  end  of  the  scatter  chamber  (2)  and  aligned 
with  the  principal  axis  of  the  reflector  (1)  is  a  laser 
(3),  which  directs  a  beam  of  radiation  (4)  towards  a 
hole  (5)  in  the  reflector  (1)  and  chamber  (2)  at  the 
principal  axis  of  the  reflector.  After  passing  through 
the  hole  (5)  the  beam  (4)  enters  a  beam  dump  (6), 
typically  a  Rayleigh  horn. 

A  sample  (7)  of  fluid  is  delivered  in  laminar 
flow,  by  means  of  a  sheath  air  intake  (12)  sup- 

plying  a  layer  of  air  at  a  constant  velocity. 
Figure  1  illustrates  how  in  use  the  sample  (7)  is 

supplied  in  laminar  flow  by  means  of  a  sheath  of 
constant  velocity  filtered  air  being  supplied  around 

5  the  sample.  Thus  the  outer  parts  of  the  sample  flow 
at  the  same  velocity  as  the  inner  parts.  The  outer 
parts  of  the  sample  would  otherwise  flow  more 
slowly  due  to  friction  with  the  stationary  air  next  to 
the  sample  flow.  Additionally,  and  more  importantly 

io  the  coaxial  tube  supplying  the  sheath  of  air  is 
designed  to  dynamically  focus  the  particles  in  the 
sample  of  provide  a  laminar  flow  of  particles,  thus 
making  it  easier  to  line  up  the  particle  flow  on  the 
focal  point  of  the  reflector. 

is  The  sample  (7)  of  laminar  flow  air  is  directed 
into  the  chamber  (2)  to  intercept  at  right  angles  the 
laser  beam  (4)  at  the  focal  point  of  the  parabolic 
reflector  (1). 

A  particle  in  the  sample  (7)  will  deflect  the 
20  radiation  out  of  the  beam  (4)  onto  the  reflector  (1) 

which  reflects  it  parallel  to  the  principal  axis  to 
radiation  collectors  (8)  adjacent  the  laser  (3).  The 
radiation  collectors  (8)  may  be  optical  fibres,  lenses 
(as  shown)  or  a  combination  of  both  for  directing 

25  the  light  onto  such  detectors. 
As  shown  in  Fig  2  three  radiation  collectors  8 

can  be  arranged  radially  around  the  beam  4.  When 
the  collectors  are  arranged  in  this  manner  symmet- 
rical  scattering  can  be  detected  which  will  identify 

30  spherical  particles.  Indeed,  any  number  of  radiation 
collectors  8  may  be  arranged  radially  about  the 
beam  of  radiation  4. 

A  certain  amount  of  difficulty  is  experienced  in 
capturing  and  analysing  the  radiation  scattered  at 

35  low  angles  to  the  beam  (4)  direction.  At  very  low 
angles  (1°  to  3°)  they  are  swamped  by  light 
scattering  from  laser  focussing  optics.  To  over- 
come  this  a  second  scattering  chamber  (13)  is 
introduced  coaxial  to  the  principal  axis  of  the  con- 

40  cave  reflector  (1)  on  the  main  scatter  chamber  (2). 
Radiation  collectors  (8)  are  suitably  placed  in  this 
chamber  to  collect  the  low  angle  deflections. 

As  illustrated  in  Figure  1,  the  second  chamber 
(13)  may  have  a  second  concave  reflector  (16), 

45  which  would  normally  be  ellipsoidal,  having  the 
point  of  intersection  of  the  beam  (4)  and  the  sam- 
ple  (7)  as  its  second  or  distal  focal  point  and 
having  a  radiation  collector  (15)  at  its  first  or  proxi- 
mal  focal  point.  Thus  radiation  deflected  at  low 

50  angles  will  strike  the  ellipsoidal  reflector  and  be 
directed  into  the  radiation  collector  (15),  where  it  is 
focussed  onto  detector  (21). 

The  radiation  collector  (15)  may  be  positioned 
to  face  the  aperture  (5)  on  the  first  chamber  or  may 

55  be  positioned  at  90°  to  this  direction  as  shown  in 
Figure  1  .  The  latter  arrangement  would  collect  rela- 
tively  more  radiation  of  low  angle  of  deflection,  but 
less  overall  since  only  deflections  in  the  direction 

3 
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of  the  face  of  the  collector  will  be  recorded. 
Figure  3  shows  a  preferred  embodiment  of  a 

particle  analyser  according  to  the  present  invention. 
In  this  embodiment,  the  laser  (3)  is  mounted  be- 
neath  the  chamber  (2)  and  at  90°  to  principal  axis 
of  the  reflector  (1),  the  beam  (4)  being  reflected 
onto  the  principal  axis  of  the  reflector  by  a  prims  or 
mirror  (9)  suitably  positioned  on  the  axis.  Indeed, 
the  laser  (3)  may  be  mounted  almost  anywhere 
about  the  scatter  chamber  (2)  with  an  appropriately 
angled  mirror  (9)  on  the  axis. 

The  sample  (7)  of  laminar  flow  air  is  directed 
into  the  chamber  in  the  same  manner  as  described 
above. 

Figure  3  also  illustrates  the  scatter  chamber  (2) 
having  an  ellipsoid  reflector  (10)  with  the  point  of 
intersection  between  the  beam  (4)  and  the  sample 
(7)  being  one  focal  point  of  the  ellipse  and  a 
collector  lens  (11)  mounted  near  the  second  focal 
point  to  render  parallel  the  reflected  radiation  to 
optical  fibres  (8)  at  the  end  of  the  chamber  (2).  At 
this  point  the  intensity  distribution  represents  a 
spatially  modified  replica  of  that  scattered  into  ap- 
proximately  0.84  of  a  sphere  by  the  particle. 

To  collect  radiation  scattered  at  low  angles, 
figure  3  illustrates  a  second  chamber  (13)  in  which 
optical  fibres  (14)  are  arranged  around  the  beam 
(4).  The  optical  fibres  (14)  may  be  arranged  in 
concentric  rings  around  the  beam  (4).  The  fibres 
(14)  collect  radiation  and  direct  it  to  detectors  (21) 
for  converting  the  radiation  collected  into  electrical 
signals  for  processing  and  analysis. 

The  asymmetry  particle  analyser  operates  as 
follows.  The  laser  beam,  produced  by  a  gas  laser, 
enters  the  chamber  at  right  angles  to  the  reflector 
axis  and  it  reflected  through  90°  along  the  princi- 
pal  axis  of  the  reflector.  The  radiation  scattered  by 
individual  particles  from  approximately  19°  to 
145°  relative  to  the  beam  axis  is  thus  reflected 
onto  the  aspheric  collection  lens  at  the  rear  of  the 
chamber.  This  lens  renders  the  emerging  light  par- 
allel,  and  the  intensity  distribution  across  this  out- 
put  window  represents  a  spatially  modified  replica 
of  that  scattered  into  approximately  0.84  of  a 
sphere  by  the  particle. 

With  the  collected  light  in  the  form  described 
above,  the  positions  of  the  optical  fibre  collectors  to 
measure  the  light  distribution  may  be  varied  at  will. 

To  determine  particle  sphericity  the  collectors 
would  be  placed  symmetrically  about  the  axis  of 
the  output  window,  in  a  similar  manner  to  the 
arrangement  in  Figure  1  . 

In  this  way,  with  the  use  of  optical  fibre  optics, 
one  can  readily  simulate  the  effect  of  placing  al- 
most  any  number  of  detectors  at  any  position  ar- 
ound  most  of  the  whole  scattering  sphere. 

Based  upon  the  results  of  theoretical  models 
and  experimental  results  of  scattering  patterns  of 

known  shapes,  algorithms  are  used  to  ascribe  to 
particles  an  asymmetry  factor. 

The  processing  of  data  from  particles  to  deter- 
mine  their  asymmetry  could  be  handled  by  tran- 

5  sputers  as  produced  for  example  by  the  British 
Inmos  chip  manufacturers. 

One  transputer  can  be  used  for  each  detection 
channel.  In  this  way,  tasks  hitherto  performed  seri- 
ally  on  incoming  data  from  channels  could  be 

io  preformed  on  all  channels  simultaneously  giving  a 
substantial  increase  in  data  throughput. 

Although  this  invention  has  been  described  by 
way  of  example  and  with  reference  to  possible 
embodiments  thereof,  it  is  to  be  understood  that 

is  modifications  or  improvements  may  be  made  with- 
out  departing  from  the  scope  of  the  invention  as 
defined  in  the  appended  claims. 

Claims 
20 

1.  A  particle  analyser  for  use  in  determining  the 
degree  of  symmetry  of  particles,  having  means 
for  providing  a  sample  of  airborne  particulates 
in  the  form  of  a  laminar  flow,  means  for  illu- 

25  minating  the  sample  with  a  laser  beam,  means 
for  directing  radiation  scattered  by  individual 
particles  in  at  least  three  predetermined  rear- 
ward  directions  and  one  predetermined  forward 
direction  towards  respective  radiation  collec- 

30  tors,  means  associated  with  each  collector  for 
detecting  the  radiation  collected  thereby, 
means  for  deriving  data  from  the  detectors  to 
describe  the  particles,  and  means  for  compar- 
ing  the  data  with  data  from  particles  of  known 

35  shapes  to  determine  the  degree  of  individual 
particle  symmetry; 
characterised  in  that  the  configuration  of  the 
radiation  collectors  can  be  varied  at  will  to 
allow  collection  of  radiation  scattered  at  dif- 

40  ferent  predetermined  angles. 

2.  A  particle  analyser  as  claimed  in  Claim  1, 
wherein  the  laser  beam  is  randomly  or  cir- 
cularly  polarised. 

45 
3.  A  particle  analyser  as  claimed  in  Claim  1  or  2, 

characterised  in  that  in  one  configuration  the 
radiation  collectors  can  be  placed  radially  sym- 
metrically  about  an  axis  defined  by  the  laser 

50  beam. 

4.  A  particle  analyser  as  claimed  in  any  preced- 
ing  Claim  characterised  in  that  the  means  of 
directing  the  radiation  is  a  concave  reflector. 

55 
5.  A  particle  analyser  as  claimed  in  Claim  4 

characterised  in  that  the  concave  reflector  is 
an  ellipsoid  reflector. 

4 
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6.  A  particle  analyser  as  claimed  in  Claim  4  or  5 
when  dependent  on  Claim  3  characterised  in 
that  the  central  axis  is  the  reflection  axis  of  the 
concave  reflector. 

7.  A  particle  analyser  as  claimed  in  any  preced- 
ing  Claim  characterised  in  that  the  detectors 
are  photomultipliers. 

8.  A  particle  analyser  as  claimed  in  any  preced- 
ing  Claim  characterised  in  that  the  collectors 
are  optical  fibres. 

9.  A  method  of  determining  the  degree  of  sym- 
metry  of  particles  including  the  steps  of 
providing  a  sample  of  airborne  particulates  in 
the  form  of  a  laminar  flow; 
illuminating  the  sample  with  a  laser  beam,  re- 
flecting  the  radiation  scattered  by  individual 
particles  to  at  least  one  forward  scattering  col- 
lector  and  at  least  three  rearward  scattering 
collectors,  detecting  the  radiation  collected  by 
each  collector; 
deriving  from  the  detected  radiation  data  de- 
scribing  the  particle; 
and  comparing  the  data  with  data  on  known 
shapes  to  determine  the  degree  of  particle 
symmetry  characterised  in  that  the  configura- 
tion  of  the  radiation  collectors  can  be  varied  at 
will  to  allow  collection  of  radiation  scattered  at 
different  angles. 

10.  A  method  as  claimed  in  Claim  9  characterised 
in  that  the  laser  beam  is  randomly  or  circularly 
polarised. 

11.  A  method  as  claimed  in  Claim  9  or  10  charac- 
terised  in  that  the  radiation  scattered  by  in- 
dividual  particles  is  reflected  by  a  concave 
reflector  towards  the  light  collectors. 

12.  A  method  as  claimed  in  Claim  11  charac- 
terised  in  that  the  concave  reflector  has  an 
ellipsoid  interior  surface. 

13.  A  method  as  claimed  in  Claim  11  or  12 
wherein  the  rearward  scattering  detectors  are 
placed  radially  symmetrically  about  the  reflec- 
tion  axis  of  the  reflector. 

14.  A  method  as  claimed  in  any  of  Claims  9  to  13 
characterised  in  that  the  detectors  are 
photomultipliers. 

15.  A  method  as  claimed  in  any  of  Claims  9  to  14 
characterised  in  that  the  collectors  are  optical 
fibres. 

Patentanspruche 

1.  Teilchenanalysator  zum  Gebrauch  bei  der  Be- 
stimmung  des  Symmetriegrads  von  Teilchen, 

5  wobei  der  Teilchenanalysator  aufweist:  eine 
Einrichtung  zum  Bereitstellen  einer  Probe  von 
freischwebenden  Teilchen  in  Form  einer  Lami- 
narstromung,  eine  Einrichtung  zum  Bestrahlen 
der  Probe  mit  einem  Laserstrahl,  eine  Einrich- 

io  tung  zum  Richten  von  von  einzelnen  Teilchen 
gestreuter  Strahlung  in  wenigstens  drei  vorbe- 
stimmten  Ruckwartsrichtungen  und  einer  vor- 
bestimmten  Vorwartsrichtung  auf  jeweilige 
Strahlungskollektoren,  jedem  Kollektor  zuge- 

15  ordnete  Einrichtungen  zum  Detektieren  der  von 
diesem  gesammelten  Strahlung,  eine  Einrich- 
tung  zum  Ableiten  von  Daten  aus  den  Detekto- 
ren,  urn  die  Teilchen  zu  beschreiben,  und  eine 
Einrichtung  zum  Vergleichen  der  Daten  mit 

20  Daten  von  Teilchen  bekannter  Gestalten,  urn 
den  Symmetriegrad  einzelner  Teilchen  zu  be- 
stimmen; 
dadurch  gekennzeichnet,  da/S  die  Konfiguration 
der  Strahlungskollektoren  beliebig  anderbar  ist, 

25  urn  das  Sammeln  von  unter  verschiedenen 
vorbestimmten  Winkeln  gestreuter  Strahlung 
zuzulassen. 

2.  Teilchenanalysator  nach  Anspruch  1,  wobei 
30  der  Laserstrahl  willkurlich  oder  kreisformig  po- 

larisiert  ist. 

3.  Teilchenanalysator  nach  Anspruch  1  oder  2, 
dadurch  gekennzeichnet,  da/S  bei  einer  Konfi- 

35  guration  die  Strahlungskollektoren  radial  sym- 
metrisch  urn  eine  von  dem  Laserstrahl  definier- 
te  Achse  herum  angeordnet  sein  konnen. 

4.  Teilchenanalysator  nach  einem  der  vorherge- 
40  henden  Anspruche,  dadurch  gekennzeichnet, 

da/S  die  Einrichtung  zum  Richten  der  Strahlung 
ein  Konkavreflektor  ist. 

5.  Teilchenanalysator  nach  Anspruch  4,  dadurch 
45  gekennzeichnet,  da/S  der  Konkavreflektor  ein 

Ellipsoidreflektor  ist. 

6.  Teilchenanalysator  nach  Anspruch  4  oder  5, 
wenn  diese  sich  auf  Anspruch  3  beziehen, 

50  dadurch  gekennzeichnet,  da/S  die  Mittelachse 
die  Reflexionsachse  des  Konkavreflektors  ist. 

7.  Teilchenanalysator  nach  einem  der  vorherge- 
henden  Anspruche,  dadurch  gekennzeichnet, 

55  da/S  die  Detektoren  Fotovervielfacher  sind. 

8.  Teilchenanalysator  nach  einem  der  vorherge- 
henden  Anspruche,  dadurch  gekennzeichnet, 

5 
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da/S  die  Kollektoren  Lichtwellenleiter  sind. 

9.  Verfahren  zum  Bestimmen  des  Symmetrie- 
grads  von  Teilchen,  das  folgende  Schritte  auf- 
weist:  5 
Bereitstellen  einer  Probe  von  freischwebenden 
Teilchen  in  Form  einer  Laminarstromung; 
Bestrahlen  der  Probe  mit  einem  Laserstrahl, 
Reflektieren  der  von  einzelnen  Teilchen  ge- 
streuten  Strahlung  auf  wenigstens  einen  vorde-  10 
ren  Streustrahlungskollektor  und  wenigstens 
drei  hintere  Streustrahlungskollektoren,  Detek- 
tieren  der  von  jedem  Kollektor  gesammelten 
Strahlung; 
Ableiten  von  Daten,  die  die  Teilchen  beschrei-  is 
ben,  aus  der  detektieren  Strahlung; 
und  Vergleichen  der  Daten  mit  Daten  uber 
bekannte  Gestalten,  urn  den  Symmetriegrad 
von  Teilchen  zu  bestimmen,  dadurch  gekenn- 
zeichnet,  da/S  die  Konfiguration  der  Strahlungs-  20 
kollektoren  beliebig  anderbar  ist,  urn  das  Sam- 
meln  von  unter  verschiedenen  Winkeln  ge- 
streuter  Strahlung  zuzulassen. 

I'echantillon  par  un  faisceau  laser,  un  dispositif 
destine  a  diriger  le  rayonnement  diffuse  par 
les  particules  individuelles  dans  au  moins  trois 
directions  predetermines  vers  I'arriere  et  une 
direction  predetermined  vers  I'avant,  vers  des 
collecteurs  respectifs  de  rayonnement,  un  dis- 
positif  associe  a  chaque  collecteur  et  destine  a 
detecter  le  rayonnement  collecte  par  celui-ci, 
un  dispositif  destine  a  deriver  les  donnees  des 
detecteurs  afin  que  les  particules  soient  decri- 
tes,  et  un  dispositif  destine  a  comparer  les 
donnees  a  des  donnees  de  particules  de  confi- 
guration  connue  afin  que  le  degre  de  symetrie 
des  particules  individuelles  soit  determine, 

caracterise  en  ce  que  la  configuration  des 
collecteurs  de  rayonnement  peut  etre  modifiee 
a  volonte  afin  que  le  rayonnement  diffuse  puis- 
se  etre  collecte  pour  differents  angles  prede- 
termines. 

2.  Analyseur  de  particules  selon  la  revendication 
1,  dans  lequel  le  faisceau  laser  est  polarise 
aleatoirement  ou  circulairement. 

10.  Verfahren  nach  Anspruch  9,  dadurch  gekenn- 
zeichnet,  da/S  der  Laserstrahl  willkurlich  oder 
kreisformig  polarisiert  wird. 

11.  Verfahren  nach  Anspruch  9  oder  10,  dadurch 
gekennzeichnet,  da/S  die  von  einzelnen  Teil- 
chen  gestreute  Strahlung  von  einem  Konkavre- 
flektor  auf  die  Lichtkollektoren  reflektiert  wird. 

12.  Verfahren  nach  Anspruch  11,  dadurch  gekenn- 
zeichnet,  da/S  der  Konkavreflektor  eine  ellipsoi- 
dische  Innenflache  hat. 

13.  Verfahren  nach  Anspruch  11  oder  12,  wobei 
die  hinteren  Streustrahlungsdetektoren  radial 
symmetrisch  urn  die  Reflexionsachse  des  Re- 
flektors  herum  angeordnet  sind. 

14.  Verfahren  nach  einem  der  Anspruche  9  bis  13, 
dadurch  gekennzeichnet,  da/S  die  Detektoren 
Fotovervielfacher  sind. 

15.  Verfahren  nach  einem  der  Anspruche  9  bis  14, 
dadurch  gekennzeichnet,  da/S  die  Kollektoren 
Lichtwellenleiter  sind. 

Revendicatlons 

1.  Analyseur  de  particules  destine  a  etre  utilise 
pour  la  determination  du  degre  de  symetrie 
des  particules,  comprenant  un  dispositif  desti- 
ne  a  former  un  echantillon  de  particules  en 
suspension  dans  I'air  sous  forme  d'un  courant 
laminaire,  un  dispositif  d'eclairement  de 

25  3.  Analyseur  de  particules  selon  la  revendication 
1  ou  2,  caracterise  en  ce  que,  dans  une  confi- 
guration,  les  collecteurs  de  rayonnement  peu- 
vent  etre  places  avec  une  symetrie  radiale 
autour  d'un  axe  delimite  par  le  faisceau  laser. 

30 
4.  Analyseur  de  particules  selon  I'une  quelconque 

des  revendications  precedentes,  caracterise  en 
ce  que  le  dispositif  destine  a  diriger  le  rayon- 
nement  est  un  reflecteur  concave. 

35 
5.  Analyseur  de  particules  selon  la  revendication 

4,  caracterise  en  ce  que  le  reflecteur  concave 
est  un  reflecteur  ellipsoidal. 

40  6.  Analyseur  de  particules  selon  la  revendication 
4  ou  5  lorsqu'elle  depend  de  la  revendication 
3,  caracterise  en  ce  que  I'axe  central  est  I'axe 
de  reflexion  du  reflecteur  concave. 

45  7.  Analyseur  de  particules  selon  I'une  quelconque 
des  revendications  precedentes,  caracterise  en 
ce  que  les  detecteurs  sont  des  photomultipli- 
cateurs. 

50  8.  Analyseur  de  particules  selon  I'une  quelconque 
des  revendications  precedentes,  caracterise  en 
ce  que  les  collecteurs  sont  des  fibres  optiques. 

9.  Procede  de  determination  du  degre  de  syme- 
55  trie  de  particules,  comprenant  les  etapes  sui- 

vantes  : 
la  formation  d'un  echantillon  de  particules 

en  suspension  dans  I'air  sous  forme  d'un  cou- 

6 
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rant  laminaire, 
I'eclairement  de  I'echantillon  par  un  fais- 

ceau  laser,  avec  reflexion  du  rayonnement  dif- 
fuse  par  les  particules  individuelles  vers  au 
moins  un  collecteur  de  diffusion  vers  I'avant  et  5 
au  moins  trois  collecteurs  de  diffusion  vers 
I'arriere,  avec  detection  du  rayonnement  col- 
lecte  par  chaque  collecteur, 

la  derivation,  a  partir  du  rayonnement  de- 
tecte,  de  donnees  decrivant  la  particule,  et  10 

la  comparaison  des  donnees  a  des  don- 
nees  relatives  a  des  formes  connues  afin  que 
le  degre  de  symetrie  de  la  particule  soit  deter- 
mine,  caracterise  en  ce  que  la  configuration 
des  collecteurs  de  rayonnement  peut  etre  mo-  is 
difiee  a  volonte  afin  que  le  rayonnement  diffu- 
se  a  des  angles  differents  puisse  etre  collecte. 

10.  Procede  selon  la  revendication  9,  caracterise 
en  ce  que  le  faisceau  laser  est  polarise  aleatoi-  20 
rement  ou  circulairement. 

11.  Procede  selon  la  revendication  9  ou  10,  carac- 
terise  en  ce  que  le  rayonnement  diffuse  par 
les  particules  individuelles  est  reflechi  par  le  25 
reflecteur  concave  vers  les  collecteurs  de  lu- 
miere. 

12.  Procede  selon  la  revendication  11,  caracterise 
en  ce  que  reflecteur  concave  a  une  surface  30 
interne  ellipso'fdale. 

13.  Procede  selon  la  revendication  11  ou  12,  dans 
lequel  les  detecteurs  de  diffusion  vers  I'arriere 
sont  places  radialement  de  maniere  symetri-  35 
que  autour  de  I'axe  de  reflexion  du  reflecteur. 

14.  Procede  selon  I'une  quelconque  des  revendi- 
cations  9  a  13,  caracterise  en  ce  que  les 
detecteurs  sont  des  photomultiplicateurs.  40 

15.  Procede  selon  I'une  quelconque  des  revendi- 
cations  9  a  14,  caracterise  en  ce  que  les 
collecteurs  sont  des  fibres  optiques. 

45 
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